Development of the Lundia Pro dialyser.
The development of a new plate dialyser with polycarbonate membrane is described. The principles for the dialyser design, the methods for flow visualisation and for determining the residual blood as well as in vitro data for clearance and ultrafiltration are presented. The in vitro results are compared with a corresponding dialyser with a Cuprophan membrane.